Modification of an anesthesia machine for MRI suite.
The modification of a wall mounted anesthesia machine, rendering it nonmagnetic for use in the magnetic resonance imaging suite, is described. The modified anesthesia machine functioned properly at 1.8 m distance from 1.5 tesla electromagnet without degrading its imaging.